The purpose of this study was to measure the photon beam transmission through the Elekta Stereotactic Body Frame (ESBF) and treatment couch, to determine the dose calculations accuracy of the MasterPlan Treatment Planning System (TPS) using Pencil Beam (PBA) and Collapsed Cone (CCA) algorithms during the use of Elekta Stereotactic Body Frame (ESBF), and to demonstrate a simple calculation method to put this transmission into account during the treatment planning dose calculations.
Introduction
During the recent years, several different positioning and immobilization frames and devices have been introduced to the market and the Elekta Stereotactic Body Frame (ESBF) is considered as one of them [5, 8, 10, 14, [16] [17] . These frames allow the patient to be immobilized during treatment settings [4] . In addition to that, there is a large growing use of carbon fiber materials in radiation therapy due to their high mechanical strength, low specific density, and radio translucence [9] . There has been recent literature on the use of these devices in treatment, but none focused on their use in planning and their related transmission effects when the treatment radiation beams are going through them. In most cases, some of the treatment radiation beams will have to pass through the frame and treatment couch before reaching the patient. The frames are generally made of wood, carbon fiber, and plastic of varying thicknesses. These frames are not necessarily uniform in construction, therefore, beams pass through the frame may face varying degrees of transmission based on the frame and what part of the frame is transversed. In addition to the frame, the transmission through the treatment couch should be put in our mind during the treatment steps of the patient. If these transmissions are not taken into account during TPS calculations, underdose may result. Also, the field size and beam energy are very important factors during the use of the immobilization devices in the radiation treatment.
This work presents the transmission measurements of the 'frame + couch' and using it to present an easy method to put the used frame and couch into consideration during the planning process and be included in the dose calculation. This paper also calculates the transmissions using both Pencil-Beam-Algorithm (PBA) and
Collapsed-Cone-Algorithm (CCA). The calculated results are compared with the corresponding measured data. Differences have been noted in dose in homogeneous and heterogeneous situations [7] [8] . Also, the effect of beam energy and field size in the presence of the ESBF during the treatment is included in this study. 
Materials and methods

Irradiation arrangements
All measurements were performed on an Elekta Synergy linear accelerator at the Medizinische Hochschule Hannover (MHH), Radiation Oncology Dept., Germany.
A custom PMMA thorax phantom was built in the MHH research workshop. The scheme in Figure 1 shows the phantom which consists of 10 slabs with 3 cm thickness for each slab and containing air cavities to simulate the lung shape. It also contains 3 positions for measurements at the center of the phantom and the other two points were put in the center of each lung.
This study was conducted using the thorax phantom with a PTW ionization chamber of 0. (set-up A), the phantom was directly placed on a racket frame that was fixed to the treatment cauch without the ESBF. This racket frame allowed the posterior and posterior oblique beam angles to pass through the phantom without intercepting the couch as shown in Figure 2 . In the second setting (set-up B), the phantom was put into the ESBF and both were placed on the carbon fiber treatment couch as shown in Figure  3 . Each arrangement was adjusted in a way that the ionization chamber was positioned in the isocenter of the linac. The center of the phantom was aligned to the scale value 480 mm of the body frame. Multiple gantry angles were used to irradiate the phantom to measure the transmission of several different parts of the frame and couch. The angles and their corresponding frame locations were: 75°-side of frame including plastic edge; 90°-side of frame; 120°-corner of frame; 140°-bottom at an oblique angle; and 180°-bottom. 
Transmission measurements
The transmissions of incident beams passing through the 'frame + couch' were determined for each gantry angle by the ratio of the readings measured from the setup with the 'frame + couch' to the reading from the setup without them.
A calibration measurement was made with the same PTW electrometer (Unidos) and ionization chamber as a method to convert all other measurements to dose. Repeated measurements were performed and the average value was used.
Validation of treatment planning calculation
The thorax phantom was CT imaged inside the ESBF with a slice thickness of 2 mm. The data set was imported to (TPS) for dose calculation. The treatment planning system only uses CT data for dose calculation which is included in the external contour. So the two different arrangements used can be both modeled with one CT data set: one time only the phantom itself was included in the external contour (set-up A: phantom only), the other time the phantom as well as the ESBF and the treatment couch were included in the external contour (set-up B: phantom in ESBF on treatment couch). The calculated doses by MasterPlan in the two different external contours were compared with the corresponding measurements. Calculations were carried out using Pencil Beam (PBA) and Collapsed Cone algorithms (CCA) for both energies and field sizes used in this study.
The comparisons were carried out to validate the treatment planning calculation model. The transmission was lowest through the Bottom at an oblique angle (140°) and through the bottom of the 'frame + couch' at angle (180°). The transmission was the highest when it traversed the side and the corner of the frame at angles (90°and 120°). These values are shown in Tables 1 and 2 . We can notice from these results that the attenuation effect decreases with increasing energy and increases with decreasing field size. 
Results
Transmission measurements
Validation of treatment planning calculation model -Set-up A: phantom only
The reported data in Tables 3 and 4 shows that the average calculated doses of all beam angles using in set-up A for 6 MV were (1.17% to 2.16%) and (0.77% to 1.88%) of the measured values for PBA and CCA respectively. For 10 MV the differences were (1.95% to 0.08%) and (0.13% to 1.57%) for PBA and CCA respectively. 
Validation of treatment planning calculation model -Set-up B: phantom in ESBF on treatment couch
The average calculated doses over all beam angles in set-up B by using the 'frame+couch' for 6 MV were (2.72% to 4.25%) and (1.12% to 1.95%) of the measured values for PBA and CCA respectively. For 10 MV the differences were (0.59% to 1.94%) and (0.00% to 1.46%) for PBA and CCA respectively. These comparisons are reported in Tables 5 and 6 . Table 5 . Measured dose versus calculated dose for the PB and CC Algorithms validations in set-up B for standard field size 10 × 10 cm 2 .
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[%] Table 6 . Measured dose versus calculated dose for the PB and CC Algorithms validations in set-up B for field size 4 × 4 cm 2 .
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[%] Slightly higher point-wise differences between measured and calculated doses can be found for the PBA and 6 MeV beam energy, however in the average over all examined beams mostly deviations under 3.2% can be found. The only exception is the case for the 10 × 10 cm 2 field in the set-up B. Here the averaged deviation is 4.25%, the highest average value found in the study. The Collapsed Cone algorithm gives good results (differences below 2%) for both phantom settings, all energies and beam sizes.
Discussion
The transmission through the ESBF ranged from 92.83% to 94.91%, depending on beam angle, field size and energy. Therefore, from the results presented here, the transmission of the ESBF and carbon fiber couch must be taken into account during the planning process to be included in the dose calculation process [12] . From analysis of the presented results, we notice that the values of the transmission loss and the deviations of the treatment planning validations for both phantom settings decrease as the energy of incident beams increases. We can also notice that the CCA calculation values are more accurate than the corresponding values of PBA over all gantry angles, field sizes and energies that have been used in this study [11] . This was expected due to the large air filled volumes in the phantom. There are two methods to either overcome or correct the dose error coming from the use of the 'frame + couch' during the treatment. The first method requires manual modification of the monitor units derived from the planning process. Implicit to this approach is the possibility of errors in either calculation or transcription. The second method is adding the 'frame + couch' directly into the planning process and allows the planning system to calculate the dose and associated MUs, accounting for the transmission of beams by the frame. This method in the case of MasterPlan only requires that an additional contour be created. This is far easier and reducing the error possibility than the MU correction method. However easy it may be, the important question is whether this method is accurate.
The first step was to validate the MasterPlan calculation model in the thorax phantom without the 'frame + couch'. The results showed that these calculated doses were around 2% of the measurements for both algorithms and energies under this study.
Once PBA and CCA were validated, the dose to the phantom with the 'frame + couch' were calculated and compared with the measurements. The results show that the 32 Tamer Dawod et al.
average calculated dose value using the selected gantry angles were in the accepted range for medical treatment [13] . There is good agreement between the results obtained in this study and several publications [1] [2] [3] 6] .
Conclusion
The transmission of the ESBF and couch were shown to vary from 92.83% to 94.91% depending on the beam angle, field size and X-ray energy used. Therefore, it must be accounted for in the treatment planning process. It was shown that, simply by contouring the 'frame + couch' and including it within the body contour, MasterPlan can accurately calculate the resulting transmission and dose. We recommend using
Collapsed Cone algorithm over Pencil Beam algorithm especially for heterogeneous medium.
